
DOCUMENT Version A

CERTIFICATE OF ANALYSIS Date: 22/12/2025

Designation : Sensilist Broth 
Presentation :

Production date : 

Expiration date : 

Control date : 

PHYSICAL-CHEMICAL TESTS SPECIFICATIONS

Appearance Limpid red liquid 0 CONFORM

pH 7,2 ± 0,2 pH= 7,0 CONFORM

MICROBIOLOGICAL STATE

Direct incubation Sterile after 14 days 0 CONFORM

MICROBIOLOGICAL ACTIVITY

After 48h ± 2 h

Inoculum 10-100 CFU

Listeria  monocytogenes 0 CONFORM

ATCC 13932 / WDCM 00021

Listeria  monocytogenes 0 CONFORM

ATCC 35152 / WDCM 00109

Listeria  monocytogenes 0 CONFORM

ATCC 19111 / WDCM 00020

Inoculum 10 000 CFU

Escherichia coli ≤r20 - Red medium 0 CONFORM

ATCC 25922 / WDCM 00013

Enterococcus faecalis ≤r20 - Red medium
0 CONFORM

ATCC 19433 / WDCM 00009

CONCLUSION CONFORM

BATCH ACCEPTED

Date : 

Quality Control Manager

41858BATCH N° : 

RESULTS

at 20-25°C and 30-35°C

≥r20 - Orange to Yellow medium

20/05/26

Flasks 1000 ml

22/01/2026

23/10/2026

23/01/2026

 at 37°C ± 1°C

≥r20 - Orange to Yellow medium

≥r20 - Orange to Yellow medium


